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ARGICAL RESEARCH CENTER

Tahhizat Systemt Zamin

ussomer Address: Unitd, NOSB1 Ayat Cross,Damavand St Tehran

Sample MNarmie: Wite w Earth Rod Clamp Sample

TEST REPORT

Chrder Mo
Renirn ™

.\.irnr:h:-'-.. Recemw

Dare of Financial Venfming: 2021 £ 10510

Client Reference Number:  1400/11 /49106 Laboratory Enviconmenml Condiuons: Temperature:: 257 Moisture: 30 Actachments: Drine of Teut
Test was pertormed under the scope of 1SO/1EC17025 standard. Sampling was done by the cusromer. Page
Spectrochemical Analysis
According to: BS EN 15079-15
Instrument: ARLL]  WAS PMIC]  OxFORD O
Prepration: Cutting & Grinding B Surface Grinding I Re-Melting & Grinding [J
The weight percent of measured elements:
in Pb Sn P MR Fe Mi Si Cr Al 5
37.40 2.50 0.49 0.003 0.03 0.60 0.46 0.006 Trace 0.022 None
AgE Co Cu
0.01 <0.01 58.48

Cu Pb Fe Zn | Total impurities
Min 56.5 1.50 E Rem =
Max 58.5 2.50 0.30 s 0.70

The chemical compasition of the received sample is close to standard BS 2874 (1986) Grade CZ 122 but not atisfied this standard completely.

Heparts will only be valid with holograms. RMRC has no responsibility to verify the sample’s name stated by the customers, Test sumples will be stored here only for one mouth afler the tests,
The sboyve-mentloned results will be valid only for the tested sumples, For further information please wreite (o the Laboratory manager. For direet contact with the managing director please call
(U200 46 851 58 33 or wille to v Jalerlnniarazl-centernel Address: Ragd Metallurgleal Researeh Center, No. 8, Fernun Avenue, Sorkhelesar Entranee, 21ih Km, Kira) Makhsous Road,

Tehran-braa, Tel: (+O8H20) 63 07 Fax: (#9821 46 81 1597 & 46 84 33 71 Costomer Volee: (+98H21) 4681 1568 Webslie: www.razk-centernet  Emall: Infos ruzl-centermel

@ Sclectied as pEremler (absratur
by NTLN

@ Certifled as Research Center
by MIMT & MSRT

@ Approred laboaraiory by IREHT
MHME & ED

@ Selected as Top Company by
CLSW of Tehran
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